Wireless Monitoring for Office-Based Anesthesia.
Current research on wireless hemodynamic monitoring during anesthesia is limited as the topic is just beginning to be explored. The aim of this article is to stimulate technological advancements in monitored anesthesia care that will increase safety and efficiency. Here, we introduce this exciting new concept and propose an innovative model for monitoring patients undergoing office-based anesthesia.